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Identifier 1 Identifier 2 Preparation Method 

hd-7a check std 03-30-2012 hd_7v.met 

Additional Information 
lnfomation Gas Configuration 

Peak Center found at [1993] Gas H2 

Background: -0.12 mV,-1.31 mV Magnet [Steps] 980 

Pressure Adjustment: Left: 6995.2 Right: 6994.9 ( Manual A Cups 1 

Ref. Name: d 2H/1 H vs. Masses 2.0 

HD-5b -263.980 VSMOW H3 Factor 2.308532 

0 

Raw Data 
lnt.2 lnt.3 lnt.2 lnt.3 rR R rd 3H2/2H2 d d 2H/1 H 
Sample Sample Standard Standard 3H2/2H2 3H2/2H~ [per mil] vs. 3H2/2H2 [per mil] 
[mV] [mV] [mV] [mV] HD-5b [per mil] vs. 

,/CI ~1\\1\, 

Pre 6991.696 1726.726 

1 6960.683 1913.181 6985.520 1724.749 0.258786 0.00025 121.247 -174.740 -174.740 

2 6947.556 1908.907 6980.002 1723.428 0.258720 0.00025 121.039 -174.893 -174.893 

3 6934.636 1905.622 6974.921 1722.616 0.258788 0.00025 121.107 -174.843 -174.843 

4 6921.864 1902.096 6969.156 1721.155 0.258816 0.00025 121.023 -174.905 -174.905 

AT% 
2H/1 H 
[%] 

0.01285 

0.01284 

0.01285 

0.01284 

5 6909.719 1898.434 6964.328 1719.719 0.258797 0.00025 120.979 -174.937 -174.937 0.01284 

6 6896.624 1894.508 6957.983 1718.247 0.258779 0.00025 120.893 -175.000 -175.000 0.01284 

Evaluated Data 
Mean Std.Dev. ST. Error Atom% Outlier 

d 3H2/2H2 [per mil] vs. VSMC -174.886 0.089 0.036 0 

d 2H/1 H [per mil] vs. VSMOW -174.886 0.089 0.036 0.012849 0 
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